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Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/VOL Conversion
1 1.88 Ethanol 483619 0.1093 0.0892
2 2.65 t-Butanol 1360159 0.8986 0.7334
3 3.22 n-Propanol 1737697 1.0000 0.8162
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